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I. INTRODUCTION

B
RAIN tumors can occur at any age and are found in 20-40% of adult cancer patients [1] . Since the symptoms such as headache and memory problems are very common and depend on the type, size, and location of the tumor, it is difficult to initially give prognosis of a brain tumor. If accurate diagnosis is delayed, then it becomes life threatening and the median survival time is only four to eight months [2] . Neurosurgery, involving primary tumor resection, is the optimal treatment in many cases, and the outcome of the procedure can benefit from continuous imaging modality, such as magnetic resonance imaging (MRI). MRI provides excellent soft-tissue contrast and resolution. It can help a surgeon to localize an MRI-compatible surgical robot as well as allow more accurate steering of the robot in the constrained space to enable complete tumor removal. Combining mesoscale robotic technology with continuous MRI could be the next technological breakthrough.
Minimally invasive surgical robotic systems such as the da Vinci surgical system have been introduced to perform laparoscopic and endoscopic surgeries within spatial restriction [3] . As the operational space in brain is very limited, several other smart actuation mechanisms have also been developed, including the flexible catheter with a slave micromanipulator [4] , bevel-tipped needle [5] , the concentric tube robot [6] , [7] , tendon-driven robot [8] , and the SMA torsion spring actuated robot [9] . Since we envision a mesoscale neurosurgical robot, which uses electrocautery to remove the tumor, it needs to have space for suction and irrigation tube as well as routing the hardware for electrocauterization and sensing. As the number of segments increases, coupling between the segments also gets more complex. Thus, we need a simple design that provides just enough lumen space and at the same time allows independent control between segments.
There have been many MRI-compatible actuation techniques for medical application including hydraulic actuation [10] , pneumatic actuation [11] , ultrasonic and piezoelectric actuation [12] , and shape memory alloy (SMA)-based actuation [8] . While pneumatic actuation is easier for maintenance [13] , it can be challenging to achieve precise control in a tight working volume due to friction in the pneumatic cylinders and time delay due to long transmission lines [11] . Fluid leakage and cavitation are sources of concern in hydraulic actuation, which therefore is not preferable in medical applications. SMA spring is well suited to actuate an MRI-compatible robot due to its inherent characteristics such as large force per unit volume, MRIcompatibility, biocompatibility, compactness, and lightweight. However, its use has been limited in many areas due to the slow recovery rate during its operation. The temperature at the end of its transformation to austenite phase varies, depending on the alloys that constitute the SMA but most of them can easily reach around 70
• C. Therefore, efficient cooling is necessary to lower the SMA temperature to improve the control bandwidth. Several cooling methods have been attempted, including water cooling [14] , Peltier module [15] , heat sink [16] , and fan [17] . This paper is an improvement, especially in terms of robot design, over our previous effort on the multirigid link minimally invasive neurosurgical intracranial robot (MINIR) [8] . A springbased backbone with three independently actuated segments is used to replace the rigid links to provide a more compliant interface and to maneuver within the tumor for complete tumor removal. The important problem of decoupling continuum segments is resolved through smart tendon routing configuration. We continue to utilize the SMA springs as the actuators for our robot because of its MRI compatibility, force density, and compactness [8] . SMA spring actuators are also integrated with compressed air cooling to achieve more acceptable actuation bandwidth. The rest of the paper is divided as follows. In Section II, we discuss the robot design followed by the forward kinematic analysis in Section III. Independent segment motion and force analysis are discussed in Section IV and V, respectively. In Section VI, we describe vision control experiments with the cooling strategy implemented. This is followed by the gelatin test and the MRI compatibility test in Section VII. Finally, we make some concluding remarks in Section VIII.
II. ROBOT DESIGN
The robot is designed to have the workspace to cover deep brain tumors, which have average diameter of less than 40 mm [18] and each segment should achieve a bending angle of at least 45°. It is important to note that the bending angle is relative to the orientation (surface normal vector) of the prior disk. Hence, the change in bending angle causes twice the change in the surface normal of the following disk. For example, a bending angle of 45°results in a 90°orientation change of the following disk, as shown in Fig. 1(e) . Divided into three segments, the robot has a 60 mm length and a diameter of 12.6 mm. The diameter was selected to fit inside existing endoports (11-13 mm) used in microsurgical resection of deep-seated brain tumor [19] , [20] . The lumen through the center of the robot has to be at least 3 mm to have enough room for electrocautery wires, and suction and irrigation tubes. The electrocautery probes are embedded at the tip of the end segment of the robot. Based on the speeds of a few existing neurosurgical robots such as the NeuroArm [21] and the ROBOCAST system [22] , [23] , our robot is targeted to move at 1 mm/s. There is not a required target end effector force to navigate in a brain tumor or human brain tissue (human brain tissue has a stiffness of 0.1-3 kPa [24] ) since it depends on variables such as the shape and size of the tool tip, the navigation velocity, and the robot configuration. The robot motion experiment in gelatin would serve as preliminary verification of the motion capability of the robot inside the brain.
Our continuum robot has a snake-like body made of four disks (Disk 1, Disk 2, Disk 3, and Disk 4) supported by interconnected inner plastic springs. It has three segments (base, middle, and end segments), maintained in a cylindrical shape by a long continuous outer spring, as shown in Fig. 1 . This spring structure provides the robot with a flexible and compliant main body that allows smooth maneuverability in a soft-tissue environment. At the same time it improves robot dexterity by allowing two degrees of freedom (DoFs) at a single point (like a universal joint) using two pairs of tendons terminated at four locations on each segment disc spaced 90°apart. The two antagonistic pairs of tendons enable back and forth motion of a robot segment in two independent DoFs (pitch and yaw).
We explored different materials and dimensions for the springs to achieve the desired stiffness, defined by its ability to maintain its elasticity after being bent by at least 45°using SMA spring actuators without breaking. We excluded all metallic material to avoid noise in MRI images (even MRI-compatible metals can create distortion in the MRI images if placed in the imaging plane) and ended up choosing VeroWhite, a material used in the rapid prototyping machine (Objet 350 V, Stratasys, USA) that has a stiffness of 2495 MPa and a 20% elongation at break. For higher spring constant and thus a higher stiffness, a large spring wire diameter was used. The outer spring, which is parallel to the inner spring, contributes slightly to the spring constant. It is primarily intended to prevent contact between the tendons and the environment and to preserve the curved shape of the robot during its motion. The selection of the plastic spring pitch, wire diameter, and spring coil diameter was done after several trials, given the spatial limitations due to the maximum allowable robot diameter and the minimum lumen diameter. The combination of 1.5 mm pitch, 1.2 mm spring wire diameter, and 4.2 mm spring coil diameter, as shown in Fig. 1(d) , led to a robot segment that has flexural rigidity of 3.7 × 10 −5 N·m 2 and axial stiffness of 46.6 N/m. The complete three-segmented robot has flexural rigidity of 1.9 × 10 −4 N·m 2 . In most of the existing continuum robots with tendon driven mechanism [25] , [26] , tendons/alternate force transmission mechanisms are routed along the periphery of the robot, as seen in the 1st configuration in Fig. 2(a) . Motion coupling between segments in a continuum robot has also been traditionally resolved by simultaneous use of multiple actuators and an appropriate control model [27] . However, we attempt to handle the problem in the design stage so as to minimize the number of actuators that need to be activated for a desired robot configuration. Inspired by the central tendon routing configuration in rigid joint robot [28] and combined continuum-rigid robot [29] , we applied similar design concept on our completely flexible robot that has no pulleys at the robot joints. Different from Hiroses design [28] , which had one tendon routed around a pulley at every robot joint, pulleys are not used in the main robot body in our design to keep the robot diameter small and two sets of tendons are used at each joint to provide active back and forth motion as well as three-dimensional (3-D) motion capability for each segment. As shown in the 2nd configuration, tendons for each segment are routed through the central axis of the interconnected springs and branch out only at the base of the target segment. When tendon pulling generates moment at the end segment, it only generates normal compression at the two other proximal segments, as shown in Fig. 2 
(b).
We can also compensate the gravitational load on the robot body by varying the stiffness of the interconnected spring during the design stage. Due to its elastic characteristics, the robot stays in its straight home configuration when no tension is exerted. This innovative tendon routing configuration in our robot marks a unique improvement over other continuum robots in previous research [25] , [26] , [30] .
Finally, we manufactured our robot in a single piece so that in a practical application, the individual segments would not be easily separated. The lack of an assembling process also saves manufacturing time and cost, as well as allows customizable robot to be more easily produced.
III. KINEMATICS AND JACOBIAN
A. Relationship Between Tendon Displacement and Joint Variables
The discussion in this section focuses on a single segment, more specifically the base segment. Since the central tendon routing configuration allows independent segment motion, the kinematics framework developed here can be applied directly for the middle segment and the end segment. As discussed in Section II, since our design differs from that in [25] , [26] , and [30] , we have developed a new forward kinematic framework, based in part on the prior work of [30] . It is important to note that due to the tendons being routed along the central axis, there is a fundamental difference in the kinematics between the tendon displacement and the bending angle. Derivation of the kinematic relationship relies on the assumptions that the robot bends along a circular arc and the arc length, S, is assumed to be constant at all times due to the compliance of the inner interconnected spring between the disks. As shown in Fig. 3 , each segment has two disks: Disk "a" (the stationary or proximal disk) and Disk "b" (the bending or distal disk). Bending of a robot segment in any direction is a result of pulling off at most two tendons. In a general case, the robot segment would bend by bending angle θ, which is equal to α/2 or S/2R, where R is the radius of the bending arc in the bending plane, due to pulling of tendon l 1 and tendon l 2 , as shown in Fig. 3 . α is in the bending plane, which is highlighted in red. Plane B x is the plane that intersects both the x-axis and tendon l 1 whereas plane B z is the plane that intersects both the z-axis and tendon l 2 .
Analyzing plane B x , as shown in Fig. 4 (a), a triangle can be observed, namely A CD . r 1 and r 2 are the radii of the disk from A to A and D to D , respectively. Given l 1 , r 1 , r 2 , and S, we can determine the radius of the arc R x by forming a geometrical relationship between the aforementioned parameters through the law of cosines
and solve it through numerical computation. l 1 can be replaced by l 3 for the opposite bending motion in plane B x . Similarly, in plane B z , R z can be determined from the following relationship:
and l 2 can be replaced by l 4 for the opposite bending motion in plane B z . For 3-D bending motion involving both R x and R z , as shown in Fig. 3 , the radius of the bending arc R and the angle δ of the bending plane to the horizontal plane can be calculated by making use of the area of ABC and therefore can be expressed
R and δ are used to relate to the joint variables θ 1 , θ 2 , and d 3 , as shown in Fig. 4(b) . θ 1 is the joint angle with the axis of rotation along the z-axis; θ 2 is the joint angle with the axis of rotation along the x-axis; and d 3 is the displacement between the centers of Disk "a" and Disk "b." The position coordinate of Disk "b" in the bending plane [highlighted with a red outline in Fig. 4(b) ], can be expressed as follows:
As shown in Fig. 4 (b), l and h can then be expressed as follows:
(4) The joint variables for forward kinematics can be calculated as follows:
In our kinematics model, each robot segment consists of five joints θ 1 , θ 2 , θ 3 = d 3 , θ 4 , and θ 5 . Since the rigid body kinematics model does not account for continuous bending behavior of a flexible robot segment, θ 4 and θ 5 are the two virtual joints added to correct the orientation of Disk "b" of each segment [30] and are related to θ 1 and θ 2 due to the characteristic of the continuum robot such that θ 4 = θ 1 and θ 5 = θ 2 . All joint variables are clearly defined in Fig. 5 .
B. Derivation of Forward Kinematics Using the Twist Method
As mentioned earlier, each robot segment has five joints: Two orthogonal revolute joints with intersecting axes at Disk "a," a prismatic joint that connects Disk "a" and Disk "b," and two other orthogonal revolute joints with intersecting axes at Disk "b." To solve the forward kinematics for the base segment using twist coordinates, we need to obtain the product of the exponential mapping of the twists for all the joints in the segment, as expressed in the following equation:
where g st (0) is the initial position and orientation of Disk "b" of the base segment. The exponential mapping function for revolute joints is expressed as follows:
for i = 1, 2, 4, 5 in the base segment (9) whereŵ is skew symmetric matrix of the angular velocity vector and θ is the joint variable. v i is the linear velocity of each joint i. The exponential mapping function for prismatic joint is expressed as follows:
We first determine the angular velocity w and link length q for each joint with respect to the frame of the 1st joint, as seen in (11) and (12) 
Since d 3 in Fig. 5 has to be obtained from (7), it is treated as zero during derivation of the forward kinematics. This results in the following q matrix:
Linear velocity v i is the vector cross product of the w i and q i , where i = 1, . . . , 5.
Therefore, the twist for the base segment can be written as follows:
(13) The exponential mapping of w for revolute joints i with its rotation axis along the z-axis and x-axis are respectively expressed as follows:
where C i and S i refer to cosine of θ i and sine of θ i .
The exponential mapping of w for the prismatic joint is a 3 × 3 identity matrix.
Substituting angular velocity, linear velocity, and (14) into (9) and (10), we obtain the expression for the exponential mapping of twists for revolute and prismate joints, respectively.
The position and orientation matrix relative to the frame of the 1st joint, g st (0) can be expressed as follows:
Substituting (9), (10) , and (15) into (8), we obtain the final position and orientation matrix of Disk "b" of the base segment, which is a 4 × 4 homogeneous transformation matrix, all entries of which are listed in the following equation:
The model can easily be expanded for the complete threesegmented robot to obtain the position and orientation of the true end effector [Disk "b" of the end segment or Disk 4, as shown in Fig. 1(a) ].
C. Jacobian
We can derive Jacobian in the spatial coordinates from the exponential mapping of the twists prime ξ such that J = ξ 1 ξ 2 , . . . , ξ 15 , where ξ 1 = ξ 1 , which is obtained from (13) . 
where i = 2, 4, 5, 6, 7, 9, 10, 11, 12, 14, and 15. Again, θs are the revolute joint angles. eŵ j θ j can be derived using (14) . Angular velocity w is defined with respect to the frame of the 1st joint. q for the entire three-segmented robot are listed as follows:
Jacobian for one robot segment can be written as follows: T . Velocity vector at the task space can be related to the joint parameter velocities via [v ω] T = Jψ, where the Jacobian matrix is formed by combining the 1st and 4th columns and combining the 2nd and 5th columns in (21):
D. Forward Kinematics: Simulation and Experiments
We performed MATLAB simulations of the motion of the MINIR-II robot comprised of three segments. Fig. 6 shows the simulation results of the three segments when bending angles θs of the base, middle, and end segments are equal to π/4, π/4, and π/4, and the bending plane rotates about the y-axis of the individual segment in intervals of π/20 for forty different δ angles. Each blue line indicates attachment between the positions of Disk 1, Disk 2, Disk 3, and Disk 4. We also performed verification experiment of our forward kinematics model. We used antagonistic SMA springs as actuators and the individual tendon was connected to each SMA spring assembly, as shown schematically in Fig. 7(a) . A marker was attached to the end of each SMA spring to measure the change in the tendon length. Four markers were attached to the discs of the robot segments to form three vectors for the three segments. They were constantly being tracked by a stereo camera that has a 15fps resolution. The bending angle of a robot segment is defined as the relative angle of a vector formed by a robot segment with respect to the vector formed by its proximal segment. A proportional-integral (PI) controller monitored the difference between the real-time SMA spring displacement and the desired tendon (or SMA spring) displacement, and determined the voltage to be supplied to the SMA spring. The pulse-width modulation (PWM) signal from the Arduino board was calculated based on the voltage input (PWM signal (0-255) = voltage input/ 5 V) and used to heat the SMA spring. Seven tendon displacement from 1 mm to 7 mm with 1 mm interval were tested for the bending of each segment. We compared the simulation results from the kinematics model with the experimental results. Fig. 7(b) , (c), and (d) show the positions of Disk "a" and Disk "b" of the robot segment being actuated as well as Disk "b" of other segments distal to it given seven different tendon displacements. The predicted positions of the robot segments reasonably match the experimental data. The positions of Disk "b" of the actuated segment, be it base, middle, or end, are very well matched by the model. However, there are noticeably more discrepancies in the position of the segments that are farther away from the actuated segment. This error could be due to the bending motion that was not perfectly parallel to the camera. The assumptions of constant spring length and constant spring curvature would also have contributed to modeling errors, especially at larger bending angles. To minimize the error caused by potential compression of the springs, we designed spring segments to have minimal gaps between the coils. An MRI-compatible passive magnetic field sensor will be integrated in the robot to provide position and orientation feedback to compensate for the predicted error in the real application.
IV. INDEPENDENT SEGMENT CONTROL
Our novel central tendon routing configuration provides better control over the motion of each robot segment than the peripheral tendon routing configuration in continuum robots [25] , [26] . To verify independent segment control, we utilized the three-segment robot, as shown in Fig. 8(a) . Vision markers were attached to the disks of all segments. We tracked the position of each marker while a tendon was being pulled to actuate a single segment. Fig. 8(b) , (c), and (d) show the bending angles of all segments during actuation of the end, middle, and base segments, respectively. The results show that minimal angle changes were observed in the segments proximal to the actuated segment. When the end segment was moved, as shown in Fig. 8(b) , the maximum absolute angle changes for the base and middle segments were 0.16°and 0.48°, respectively. When the middle segment was bent, as shown in Fig. 8(c) , the maximum absolute angle change for the base segment was 1.1°. Due to the characteristics of continuum robots, the segment actuated and its neighboring distal segment have almost identical bending angles, as shown in Fig. 8(c) and 8(d) . We also moved the end robot segment in the yz plane after the middle segment was moved and held fixed in the xy plane at 0°(home configuration), 10°, 20°, and 30°[which correspond to 0°, 20°, 40°, and 60°change in the segment disk orientation-representative motion in Fig. 1(e) ]. As seen in Fig. 9 , the maximum angle changes for the nonactuated robot segments are minimal and less than 2.1°in all cases. The slight motion in the nonactuated segments was due to friction/stiction in the overall actuation mechanism.
We also performed experiments for bending motion of multiple segments in the same plane: (1) Bending of the base segment followed by the middle segment and (2) bending of the base segment followed by the end segment. From the results shown in Fig. 10(a) , the bending of the middle segment caused a slight drop in the bending angle of the base segment, which was already in a bent position in the same plane. The small drop with a maximum of 4°happened only at the beginning stage of the actuation of the middle segment and would not increase further. It was caused by the compression of the base segment spring backbone as the tendon for the middle segment was pulled to actuate the middle segment. Fig. 10(b) shows the same trend with the already bent proximal segments (base and middle) both experiencing slight drop in their bending angles as the end segment was actuated. However, for most of the parts, each segment can be independently actuated even when its proximal segment is already in a bent configuration, which would not be possible using the common peripheral tendon routing configuration.
Fundamentally our design allows independent motion of each segment covering even larger bending angles than demonstrated previously. However, due to the 3-D printing plastic material, bending angles significantly beyond 45°are yet to be investigated and beyond the scope of our requirement. As the angle increases beyond 45°, we can expect more coupling due to geometrical nonlinearity and possibly friction from lack of sheath around the tendons. The slight coupling between robot segments currently being displayed can be compensated through a control mechanism that introduces more tension into the proximal segments. A thin sheath can be added to each tendon to minimize the contact friction among them.
V. FORCE ANALYSIS
Neglecting gravitational influence, the elastic potential energy of a single robot segment due to pure bending can be expressed as
2 ds, where β is the flexural rigidity of a spring (a robot segment) [31] , [32] . θ, which is S/2R, is the bending angle and can be expressed in terms of θ 1 and θ 2 by solving (7) and (8) . When bending in a single plane, the xy plane, θ is replaced by θ 1 . β = 2S E I G π nR(2G +E ) [33] , where S, E, I, G, R, and n are the spring length, the Young's modulus, area moment of inertia, shear modulus, mean radius of the spring coil, and number of spring coil, respectively. E = 300 × 10 6 Pa; I = 1.02 × 10
−3 m; n = 5. In this paper, we assumed the middle and base segments of the robot would be constrained during the electrocautery process and only the end segment would be actuated. Therefore, the relationship between the actuator torque on the three independent virtual joints in a single segment, τ and the tip force perpendicular to the d 3 vector, F k are related by τ = J T F k + ∇E e [31] , [32] , where J is the Jacobian for a single segment from (22) and ∇E e is the gradient of the elastic energy with respect to the joint parameters, θ 1 , θ 2 , and d 3 . For bending in xy plane, τ can be written as follows:
where τ 1 , τ 2 , and τ 3 are the torques provided by the three virtual joints in our forward kinematics model. F and M are the force and moment at the end disc of the single segment. To verify the model, a blocked test was performed to measure the tip force of a single segment when tension was supplied by the actuator of the first joint and the robot was in its home configuration. Therefore, (23) can be reduced to the following:
The angle that the tendon forms with respect to the vertical y-axis (long axis of the robot) is approximated to be the same as θ 1 . Therefore, F T x and F T y are calculated as F T sinθ 1 and F T cosθ 1 , respectively. H and W can be observed in Fig. 4(a) .
To experimentally determine the relationship between tension in the tendon and tip force, we performed blocked test with a single segment of the robot for three different bending angles θ 1 s namely 0
• , 15
• , and 30
• [see Fig. 11(a) ]. A pair of SMA spring actuators were connected to the robot segment. SMA spring 1 was heated to generate the pulling force while SMA spring 2 acted as a passive spring. The tendon connecting SMA spring 2 and the robot segment was completely slack. During the experiments, forces were recorded by the three forces sensors shown in Fig. 11(a) . The segment disk was attached to force sensor 3 via a solid wire to form a rigid connection and ensure good force transmission. Tension F T can be calculated as the difference between forces recorded by force sensor 1 and force sensor 2 while tip force F k x was directly measured by force sensor 3.
The relationship between tension and tip force is plotted in Fig. 11(b) . It can be observed that the tip force exerted was 0.19 times, 0.37 times, and 0.59 times the tension applied in the tendon when θ 1 s were 0
• , respectively. The theoretical data from (24) matched the experimental data well (R 2 = 0.9890, 0.9653, and 0.9934).
VI. VISION-BASED CONTROL WITH COOLING STRATEGY
We developed a compact actuator setup and implemented the forced air cooling strategy, as seen in Fig. 12(a) . To resolve the problem of slow response of the SMA springs, we used compressed air at 50 lbf/in 2 to cool the SMA spring actuators by blowing it into each cooling channel that has a width and height of 12 mm each. The length of the channel is 30 cm, which is more than the maximum length that the SMA spring would be extended to. Our goals are to increase the SMA cooling speed and to make the cooling mechanism as compact as possible. Higher cooling speed leads to increased actuation bandwidth and a compact cooling mechanism allows control over individual SMA spring actuators, leading to a more practical robotic setup for brain surgery. The cooling unit, as shown in Fig. 12(a) , consists of acrylic plates with channels where SMA springs are located. The air tubes are connected to the channels through the holes drilled on one side of the plate. Compressed air is passed into the channels through the tubes and allowed to leave from the far end of each air channel. Figs. 12(b) and (c) show schematically the actuation mechanism employed in our system. As the compressed air is supplied to the nonheated SMA springs, the antagonistic SMA spring gets heated and contracts, bending the robot to one direction.
To ensure MRI compatibility, all components of the robot are made of plastic, except the electrocautery probes and SMA springs. The SMA springs are placed approximately 20 cm away from the robot part that is to be inserted into the brain. Thus, the actuators do not enter the brain and are away from the imaging region of the MRI scanner, avoiding heat damage to the brain tissue and distortion in MRI images. The entire continuum robotic system is composed of the robot, SMA spring actuators, the driving circuit, the cooling units, the automatic valves, a stereo camera, an electrosurgical generator (Aaron 2250, Bovie Medical Corporation, USA), and a computer with an analogto-digital-converter board and an Arduino board, as shown in Fig. 12(d) . Vision feedback was used to control the motion of the robot. Vision markers were attached to each disk and tracked by the stereo camera to calculate vectors between the disks. A PI controller was used to calculate control signal until the desired angle was achieved. The signal indicates the time whether to heat the SMA springs or to open the valves to flow the compressed air to cool them. The Arduino board was utilized to generate PWM signals to heat the SMA actuators.
In the vision control experiment, we compared the robot tracking performance under natural cooling and forced air cooling. The experiment was repeated to demonstrate 1-DoF motion of each robot segment as well as simultaneous 2-DoF motion of the end segment. For the 1-DoF experiments, we provided 5 mm and 10 mm step inputs in the x-direction. For the 2-DoF experiment, 5 mm step inputs in both x-and z-directions were used. For sinusoidal input experiment, a wave of 5 mm amplitude with 40 s period was assigned to the middle segment of the robot. We also tested continuous motion of the middle segment at different amplitudes with 20 s time interval. Fig. 13(a) , (b), and (c) show the x-position changes of Disk 2 (base segment), Disk 3 (middle segment), and Disk 4 (end segment), respectively, when desired inputs of 5 mm and 10 mm were provided under natural cooling and forced cooling. Fig. 13(d) shows the 2-DoF motion of Disk 4 when desired inputs of 5 mm in the x-and z-direction were provided simultaneously under natural cooling and forced cooling. Once the SMA springs were heated to reach the desired step input position, it took 6 s and 10 s to return from 5 mm position to the original configuration under forced cooling and natural cooling, respectively. It took 8 s and 15 s to return from 10 mm position, respectively. The slower return of the robot segment in the case of natural cooling was due to the resistance provided by the previously heated SMA spring in the antagonistic configuration, which still possessed some residual heat. The forced air cooling, on the other hand, allowed faster dissipation of residual heat in the previously heated SMA spring, which therefore provided minimum resistance to its antagonistic SMA spring that was being heated. The difference in cooling time between the 5 mm and 10 mm inputs was due to the range of motion over which the SMA springs contracted and relaxed. A larger range of motion requires the SMA temperature to rise much higher and therefore more time is required to cool down. Furthermore, the temperature of the SMA spring, which had just been heated, did not drop immediately after resistive heating stopped. The position of the disk did not change until the spring force of the antagonistic SMA spring, generated by heating, became larger than the force exerted by the residual heat in the previously heated SMA spring.
Results from the sinusoidal input experiment are shown in Fig. 14(a) . Forced air cooling of the SMA spring actuators led to successful tracking of the sinusoidal trajectory (R 2 = 0.9144). Under natural cooling, the robot could follow reasonably well in the first period but started to fail in the second period (R 2 = 0.1760). The residual heat built up in the SMA spring without forced cooling and created a strong resistive force that hindered the sinusoidal trajectory tracking. The result for the continuous step motion experiment is shown in Fig. 14(b) . We stopped heating the initially heated SMA spring after 60 s. The most significant difference between the effect of cooling methods happened between 60-80 s, during which the previously heated SMA spring underwent either natural cooling or forced cooling. These trajectory following experiments confirmed the beneficial effects of forced air cooling in improving the actuation bandwidth of the robot. More experiments will be performed in our future works to determine the maximum actuation bandwidth and speed that this robot actuated by SMA springs is capable of and to investigate the various parameters that could affect its actuation bandwidth.
VII. MOTION TEST IN GELATIN AND MRI COMPATIBILITY TEST
To verify motion capability of the robot in a brain-simulated environment, we inserted the robot into a gelatin (Knox, USA) slab. We then actuated the robot segment to move it back and forth while electrocauterizing the gelatin. Fig. 15 shows the ability of our robot to move in a gelatin slab (2% by weight) to create electrocauterized cavities. As for the MRI-compatibility experiment, we used a gelatin slab in a cantaloupe to simulate the brain tissue in the skull. The pulp of the cantaloupe was removed and it was filled with gelatin. As shown in Fig. 16 , fiber optic sensor (FU-77V, Keyence, Belgium), instead of the vision camera, was used to measure the displacement of the SMA spring during the robot motion under MRI. The entire setup was placed under a head coil at the center of an MRI scanner. Automatic valves and an air compressor are located outside the MRI room. Before actuating the robot, we took 200 high-resolution MRI images in 1000 s to evaluate the degree of image distortion caused by the robot and determine the signal-tonoise ratio (SNR) changes of MRI images during MRI scanning. The average SNR of the 200 images with nonactuated MINIR-II is 77.8. We then actuated the end segment of the robot and took 20 MRI images during the actuation process. The magnetic resonance (MR) images and SNR changes, shown in Fig. 17(a) , show that the end segment has been moved to the left. During actuation, the average SNR of the 20 images was 72.7, which resulted in a 6.4% SNR drop. Fig. 17(b) shows the MRI images of each robot segment being bent in the gelatin.
VIII. CONCLUSION
In this paper, we developed an MRI-compatible flexible mesoscale neurosurgical continuum robot, consisting of three segments of interconnected spring backbone and a continuous outer spring. It offers independent segment control by routing of the tendons near the central axis of the robot. This feature has been verified through a series of experiments to test both planar and orthogonal motion between segments. The flexible robot actuated by centrally routed tendons requires a distinct kinematic model, which was derived and verified through comparison between experimental and theoretical data. We also developed the SMA cooling system using compressed air to address the concern of limited actuation bandwidth in the neurosurgical robot. Finally, we verified the MR compatibility and motion capability of the robot in gelatin. There is currently a limit on the range of motion due to degradation of the VeroGrey material, which becomes brittle over time. Other material such as the extreme frost detail from Shapeways was tested in the latest experiments and will be further evaluated in the future. We are also planning to add robot stiffness tuning to the current prototype to improve robot manipulation of the flexible robot. Piezomotors could eventually be used to replace the SMA actuators to improve reliability of the overall robotic system. 
